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For further information please contact:  

ISO 7886-1 - Sterile hypodermic syringes for manual use 

ISO 7886-2 - Sterile hypodermic syringes for use with power-driven syringe pumps 
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ISO 7886-1, 13.1: Dead space (Annex C) (also applies to 

ISO 7886-2) 

ISO 7886-1, 13.2: Freedom from air leakage past plunger 

stopper (Annex B) (also applies to ISO 7886-2) 

Subatmospheric 

pressure 

Axial load 

Sideways load 

ISO 7886-1, 13.2: Freedom from liquid leakage past 

plunger stopper (Annex D) (also applies to ISO 7886-2) 

ISO 7886-1, 13.3: Force to operate the piston (Annex E) 

Axial load 

ISO 7886-2, 14.3 Short-term flow-rate error (Annex A) 

ISO 7886-2, 14.4 Pump forces (Annex B) 0,000 mg 

Driver /  

Force 

ISO 7886-2, 14.5 Syringe compliance (Annex C) 

Pressure 
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